1. Introduction {#sec1}
===============

Higher levels of physical activity energy expenditure (EE) are associated with reduced mortality and improvement in risks factors for chronic diseases such as heart disease or diabetes \[[@B1]\]. Maintenance of a 150 

minutes/week of moderate intensity physical activity EE in older adults is associated with better functional outcomes \[[@B2]\]. In persons with stroke, exercise interventions show that coronary disease risk factors such as blood pressure and total cholesterol can be reduced with exercise training \[[@B3], [@B4]\], but that functional gains are lost without maintenance of activity \[[@B5]\]. Those with stroke are 2.6 times less likely to expend 1000 kcals per week than someone without a chronic condition \[[@B6]\]. Few meet activity guidelines, and time spent sedentary is greater than 80% of the day \[[@B7]\], which is significantly greater than sedentary time of their peers \[[@B8], [@B9]\]. Low levels of physical activity and fitness after discharge back to the community \[[@B10]\] have increased recognition of the need for community physical activity programming for persons with stroke \[[@B11], [@B12]\].

Accurate measuring devices for both physical activity EE and step count are important as a means to provide feedback about physical activity outcomes, before, during, and after a community based physical activity intervention. Additionally, persons with stroke expend more energy than their peers for everyday activities such as walking \[[@B13]\] and a device that can measure EE accurately may potentially be used to determine if exercise and activity programs lead to beneficial reductions in EE for functional activities. The SenseWear Pro ArmBand (SWA) (Body Media, Pittsburgh, PA, USA) uses multiple sensors including heat flux (heat dissipated from body), galvanic skin response (estimate of skin conductivity), skin temperature, and a two-axis accelerometer to provide estimates of EE and posture (lying or not lying) \[[@B14]\]. Information from the accelerometers about body position helps to predict user context (e.g., standing, walking, biking) which reportedly improves the accuracy of EE algorithms \[[@B15]\]. The use of information from multiple sensors makes the SWA a potentially more accurate measurement tool for assessing EE than accelerometry alone.

Energy expenditure studies testing the SWA show that they provide valid estimates of activity EE in comparison with doubly labeled water \[[@B16], [@B17]\]. A recent study with healthy individuals showed that agreement between the SenseWear Pro3 Armband and the SenseWear Mini with doubly labeled water was good (ICC = 0.80 and 0.85 resp.) \[[@B17]\]. The SWA appears to be sensitive to changes in EE \[[@B18], [@B19]\], but at higher EE the device generally underestimates EE \[[@B17], [@B18], [@B20]\]. The validity of the SWA has been tested with clinical populations including individuals with coronary heart disease, chronic obstructive pulmonary disease, cystic fibrosis, and arthritis \[[@B18], [@B19], [@B21], [@B22]\]. In two studies with individuals with chronic obstructive pulmonary disease, agreement between the SWA and the metabolic cart was found to be fair \[[@B19]\] or good \[[@B18]\] but use of a walker increased error variability and reduced agreement \[[@B19]\]. In cardiac patients, correlations between the metabolic cart EE and the SWA (version 2.2) ranged from 0.67 to 0.90 for arm and rowing ergometry, treadmill, and stepper \[[@B21]\]. Correlations between the metabolic cart EE estimates and the SWA improved with the use of cardiac-specific equations \[[@B21]\].

Few investigations have tested the validity of the measurement of step count by the SWA. At normal walking speeds, the SWA may provide a reasonably accurate estimation of step count \[[@B18], [@B19]\], though one research group found that the SWA underestimated steps at all speeds during treadmill walking \[[@B22]\]. However, measurement of step count was limited to three minutes \[[@B22]\], and it wasn\'t clear if participants achieved normal arm swing during treadmill walking, which may impact the accuracy of the SWA-derived step count. Studies with individuals with cystic fibrosis and chronic obstructive pulmonary disease show that step count from the SWA was significantly less than the criterion at slower speeds \[[@B18], [@B19], [@B22]\].

No study has reported the validity of the SWA for the measurement of EE or step count in individuals who have had a stroke. Thus, the primary purpose of this study was to test the validity of the SWA for the measurement of EE and steps against a criterion in a sample of individuals with stroke. We hypothesized that the SWA would underestimate EE and step count during walking in persons with stroke. Secondarily, we determined if EE and step counts were significantly different between the SWA worn on the nonhemiplegic and hemiplegic arm.

2. Materials and Methods {#sec2}
========================

2.1. Study Participants and Recruitment {#sec2.1}
---------------------------------------

Participants with stroke were consecutively recruited from exercise and rehabilitation centres in Edmonton, AB, Canada. Inclusion criteria for recruitment were as follows: (1) able to ambulate with/without an assistive aid; (2) at least six months poststroke; (3) observable asymmetric gait; (4) medically stable; (5) ability to tolerate walking for at least a block or five minutes. The study was approved by the University of Alberta health research ethics board and participants signed written informed consent prior to participation.

2.2. Measurements Participant Characteristics {#sec2.2}
---------------------------------------------

Baseline information including body weight, height, resting heart rate, gait speed, and blood pressure were measured. Impairment from stroke was measured by a physical therapist using the Chedoke-McMaster Stroke Assessment (CMSA) \[[@B23]\]. A score out of seven was determined for the hemiplegic arm, foot and leg. A score of one on the CMSA indicates no movement, a score of four indicates that the participant is able to complete some movements out of synergy, whereas seven is indicative of normal movement \[[@B23]\]. Because we hypothesized that active arm function may impact the accuracy of the SWA during walking, participants with scores of three or less on the CMSA arm scale were classified as having a nonfunctional hemiplegic arm. Balance was measured using the Berg Balance Scale, a 14 item observational test that provides information about standing balance and fall risk \[[@B24]\].

*Instruments.* The SWA (Body Media, Pittsburgh, PA, USA; software version 6.1) was used as the experimental method for estimating EE and step count. Utilizing proprietary equations developed by the manufacturer, EE is estimated by integrating acquired sensor data with participant\'s demographic characteristics including gender, age, smoking habit, handedness, height, and body weight \[[@B15]\]. Energy expenditure is estimated for each minute of data using complex pattern recognition algorithms that detect user context (i.e., walking, running) \[[@B17]\]. Each context or activity class has a linear regression model associated with it, estimating EE from the motion data and the physiological sensors \[[@B17]\]. Algorithms have been developed and refined through testing primarily young or middle aged adults and nondisabled reference groups, though more recent algorithms have incorporated data from clinical populations such as obesity and heart disease \[[@B14]\]. Step count is derived by the proprietary software from the raw accelerometer data.

The Oxycon Mobile metabolic cart (CareFusion Respiratory Care, Yorba Linda, CA, USA) was used to measure oxygen uptake continuously. Prior to testing, the metabolic cart was calibrated against known gases. The Oxycon Mobile provides valid estimates of oxygen uptake at a variety of different workloads \[[@B25]\]. It uses a breath by breath measurement method and continuously monitors the participants\' respiratory rate, minute-by-minute oxygen uptake (VO~2~), carbon dioxide production, and respiratory exchange ratio (RER). Energy expenditure (kcal/min) was then determined by multiplying the caloric equivalent based on RER with oxygen uptake data (L/min) \[[@B26]\].

For step count, the StepWatch Activity Monitor (SAM) (Orthocare Innovations, Oklahoma City, OK, USA) was used as the criterion measure. This monitor is valid for the measurement of ambulatory activity (in steps per minute) in people with stroke when walking on level surfaces, uneven surfaces, outdoors, and on stairs, as long as the monitor is positioned on the nonparetic leg \[[@B27]\]. The SAM uses a uniaxial accelerometer and the software allows programming according to the participant\'s gait speed and gait quality (e.g., shuffling). The monitor is 98% accurate at a variety of gait speeds and across various surfaces with individuals with stroke \[[@B27]\].

2.3. Procedures {#sec2.3}
---------------

Data collection took place in one 90 minute laboratory visit. After signing informed consent, baseline information about participant characteristics was collected prior to the walking trials.

### 2.3.1. Participant Preparation {#sec2.3.1}

Participants were asked to abstain from coffee or food in the two hours prior to the test and not to exercise in the 24 hours prior to the test. The two SWA devices, worn posteriorly on each triceps, were set up by entering the participant\'s age, gender, height, weight, dominant handedness, and smoking history into the software. The guidelines defined by manufacturer state that the arm band should be worn on the right arm. Bilateral tests were conducted with two armbands (one on each arm) finding good repeatability of accelerometric and galvanic skin response sensor values (correlation coefficient \>0.80) \[[@B15]\]. However, because of the asymmetrical placement of sensors (i.e., unilateral heat flux sensor), right arm placement is recommended. We placed one SWA on each of the hemiplegic and nonhemiplegic arms to allow investigation of potential differences in accuracy that may be related to hemiplegia. The monitors were worn for 15 minutes prior to data collection, as per the manufacturer\'s instructions. The SAM was programmed according to gait speed and then positioned over the lateral malleolus of the non-paretic leg.

Participants were oriented to the metabolic cart including the vest worn, as well as the face mask. The face mask was fitted over the participants\' mouth and nose. Once the facemask was properly fitted (i.e., no leaks), the metabolic cart was started and participants rested quietly for 10 minutes in a seated position prior to starting the walking trials. Heart rate (HR) was derived from continuous monitoring with a pulse oximeter affixed to the participants\' ear lobe. After application of all equipment, and the acclimation period, the walking trials were started.

### 2.3.2. Walking Trials {#sec2.3.2}

Each participant completed two six-minute walk tests over a 25 m course (walking in a straight line, and around pylons at each end). They used their own walking aid, as required, and a safety belt was worn during all walking testing, in the event that assistance with balance was required. The protocol from the American Thoracic Society \[[@B28]\] was used, and standard instructions were provided. Because there was no ability to time stamp the SAM to indicate the beginning and end of the walking trial, participants were transported to the start of the six-minute walk test in a wheelchair. They stood immediately prior to starting the walk test and began to walk once the investigators simultaneously started the metabolic cart and time-stamped the SWAs. After the participant walked for six-minutes, they were instructed to stop walking and stand. Simultaneously, investigators time-stamped the SWAs and the metabolic cart to indicate the end of the walk.

After the first six-minute walk test, the participant rested in the seated position for 15-minutes during which time their HR and blood pressure were recorded. During the rest period, the metabolic cart mask was removed for comfort. After the 15-minute rest break, the mask was reapplied, and the second six-minute walk test was completed. At the end of the second trial, the participant was monitored (e.g., HR and blood pressure) for 10 minutes. After the walking trials were complete, participants rested as needed prior to administering the Berg Balance Scale and the CMSA.

2.4. Statistical Analyses {#sec2.4}
-------------------------

All statistical analyses were performed using SPSS software (version 19.0; IBM, Markham, ON, Canada). The EE data from the metabolic cart and the SWA were grouped into one minute intervals and exported into a Microsoft Excel spreadsheet and synchronized for further analysis. Step count information in steps/min was downloaded from the SWA and the SAM at the same time as the EE download. The primary outcomes were mean EE in kcal/min and total steps and for both outcomes the full six-minutes of data from each walk test were used in the analysis. Means and standard deviations were calculated for physiological, energy expenditure, and walking data. Paired *t*-tests were used to determine if there were significant differences between outcomes on the two trials of the six-minute walk test.

For the two primary outcomes (mean EE and total steps) agreement between (1) the SWA on the hemiplegic and the nonhemiplegic arm and (2) the SWAs and the respective criterion measures (metabolic cart or SAM) was assessed using intraclass correlation (ICC) analyses (Model 2,1) \[[@B29]\]. The ICC analysis for EE was repeated: (1) after splitting the sample by nonfunctional and functional arm use and (2) using only the SWA information from the armband on the right arm. An ICC \< 0.40 was considered to indicate poor agreement between outcomes for the devices, ICC between 0.41 and 0.60 fair agreement, ICC between 0.61 and 0.80 moderate agreement, and ICC \> 0.80 substantial agreement \[[@B29]\]. Standard error of measurement, an estimate of the difference between observed values and the true value, was calculated using the formula SD $X\sqrt{1 - r}$, where SD is the standard deviation of the difference scores and *r* is the calculated ICC value \[[@B30]\]. Absolute percent differences were calculated as the difference between the criterion and the value from the SWA divided by the criterion, multiplied by 100.

For EE and steps, agreement between methods was presented graphically with the criterion on the *x*-axis and the difference between the criterion and the SWA values on the *y*-axis. Use of the criterion value instead of the mean of the two measurement methods on the *x*-axis is different than a traditional Bland Altman plot \[[@B31]\], but we deemed this to be more appropriate especially for step count where the difference between the methods was large. Finally, scatter plots were diagrammed to explore the associations between gait speed and error in EE and step measurement (i.e., percent difference between criterion and SWA). Data are expressed as mean ± standard deviation (SD) and significance was set at the *P* \< 0.05 level.

3. Results {#sec3}
==========

The characteristics of the twelve individuals with stroke who participated are displayed in [Table 1](#tab1){ref-type="table"}. The majority had left hemiplegia (10 of 12) and eight of 12 had an average gait speed ≤ 0.8 m/sec indicating that they were not community ambulators \[[@B32]\]. One participant required stand-by assist to walk but all others walked independently. Most used a cane and an ankle foot orthosis to walk. Seven of 12 participants scored three or less on the Chedoke-McMaster Stroke Assessment (arm) indicating that they did not use their hemiplegic arm for functional activities.

Raw scores for the outcomes (physiological responses, EE, and steps) are presented in [Table 2](#tab2){ref-type="table"}. Heart rate and oxygen uptake were slightly but significantly greater during the second six-minute walk test, as was the estimated EE from the metabolic cart. Estimated total steps during the six-minute walks were not different between the two walking trials for either device. Participants walked on average 10 m further on the 2nd six-minute walk but this difference was not statistically significant.

3.1. EE Agreement {#sec3.1}
-----------------

Values from the two six-minute walks (for EE and steps) were combined for testing agreement, thus the sample size was 22 and 24 for tests utilizing the SWA on the hemiplegic arm and the nonhemiplegic arm respectively. For one participant, the SWA malfunctioned on the hemiplegic arm (i.e., no values were recorded). On average, the SWA reported greater EE during walking ([Figure 1](#fig1){ref-type="fig"}, [Table 2](#tab2){ref-type="table"}), compared to the metabolic cart, and agreement was slightly better with the nonhemiplegic arm compared to the hemiplegic arm ([Table 3](#tab3){ref-type="table"}). Agreement between the SWA on the hemiplegic arm versus the non-hemiplegic arm was moderate. Agreement between EE values from the SWA on the right arm (placement as per the manufacturer\'s instructions) and the MC was good and is similar to agreement between the EE values from SWA on the non-hemiplegic arm and the MC (ICC = 0.715, and 0.702 resp.). This should not be surprising as the right arm and the non-hemiplegic arm were one and the same for all but two individuals. Absolute percent difference in EE was 17.9% for the hemiplegic arm and 18.4% for the non-hemiplegic arm with only about one third of values falling within ±10% difference. Graphically ([Figure 1](#fig1){ref-type="fig"}), average overestimation by the SWA was 0.33 kcal/min. There does not appear to be better or worse agreement related to the average EE as measured by the criterion.

Agreement between the SWAs and the criterions was also tested by grouping values for those with (*n* = 5) and without (*n* = 7) functional use of their hemiplegic arm. Agreement between the SWA on the hemiplegic arm and the metabolic cart generally did not differ between the group with functional use of the arm (ICC = 0.577), as compared to those without functional arm use (ICC = 0.619). However, agreement between the SWA on the non-hemiplegic arm and the metabolic cart was better in the group that had functional arm use (ICC = 0.893), as compared to those without (ICC = 0.390).

3.2. Total Steps Agreement {#sec3.2}
--------------------------

Agreement between the two devices when measuring total steps was poor as evidenced by the ICCs and absolute percent differences between measures ([Table 3](#tab3){ref-type="table"}). The SWA consistently underestimated steps by a mean of 193 steps over the six-minute walk ([Figure 2](#fig2){ref-type="fig"}). In spite of generally large underestimation, there were also two participants for whom the SWA overestimated steps (on both trials). Agreement between the devices does not appear to improve as the number of total steps increases. Limits of agreement were large (see [Figure 2](#fig2){ref-type="fig"}).

3.3. Associations with Gait Speed {#sec3.3}
---------------------------------

Association between gait speed and error in the measurement of EE or steps were explored. [Figure 3](#fig3){ref-type="fig"} suggests that higher and lower gait speeds are associated with greater error in the measurement of EE. Slower gait speed appears to be associated with greater underestimation of step count by the SWA, but underestimation of step count occurs at all gait speeds ([Figure 4](#fig4){ref-type="fig"}).

4. Discussion {#sec4}
=============

This study is the first to test the validity of the SWA for the measurement of EE and step count in individuals with stroke. We found that agreement between SWA EE estimates and the criterion was fair with the SWA on the hemiplegic arm and moderate with the SWA on the non-hemiplegic arm. This finding suggests that, similar to other activity monitors used for people with stroke \[[@B27]\], they work best when placed on the nonaffected side. And though the ICC values did reach the threshold for good agreement on the non-hemiplegic arm, the mean absolute percent difference was high (\~18%), suggesting caution when using the SWA to estimate EE in individuals with stroke. For this group of individuals with stroke, who walked slowly, the SWA does not measure step count accurately.

Our results with respect to EE estimation and step count can be compared, in particular, to the findings from three clinical studies \[[@B18], [@B19], [@B22]\]. Hill and colleagues tested the measurement properties of the SWA in individuals with chronic obstructive pulmonary disease. They reported fair agreement, characterized by limits of agreement of 1.3 METS and an overall difference of 0.2 METS between estimates of EE by the SWA and EE as measured by indirect calorimetry \[[@B19]\]. Using our data, the difference between EE from the SWA on the hemiplegic arm and EE from the metabolic cart (0.4 kcal/min) roughly calculates to a 0.28 METS difference, similar to results from the Hill study. A study with individuals with cystic fibrosis reported strong correlations (*r* \> 0.85) between EE as estimated with the SWA and indirect calorimetry \[[@B18]\]. Though not ICCs, these correlations are higher than our correlations and may be explained to some extent by the normal walking speed of participants with cystic fibrosis \[[@B18]\]. Our results related to step count are in line with other studies that found that slow walking or use of a rollator walker resulted in underestimation of step count by the SWA \[[@B19], [@B22]\]. A gait speed threshold of 50 m/min (0.83 m/sec) has been suggested (i.e., if a person walks more slowly than 50 m/min the SWA will not count steps accurately) \[[@B19], [@B33]\]. A threshold cannot be determined from our results; however, our average gait speed was well below the suggested threshold, and only three of our participants walked faster than 50 m/min.

Possible explanations of our findings may be related to step count information, difference between arms in terms of vascularity and arm swing, or gait speed. We put these explanations forward for discussion, but more work is required to fully understand the factors that may affect the accuracy of the SWA in the stroke population. The SWA, regardless of which arm it was worn on, did not provide a valid estimate of step count in this sample of stroke survivors. Estimates of step count are presumably derived exclusively from the raw accelerometer data. However, because the algorithms used by Body Media are proprietary, it was not possible to determine how much that incorrect information from the accelerometer during a walking activity contributed to inaccuracies in the EE estimates. Others have suggested that the accelerometer contributes relatively less to EE estimates \[[@B19], [@B34]\] than the other sensors and our findings support this view as in spite of lower accelerometer readings, the SWA generally overestimated EE.

Vascular differences from arm to arm may account for the difference observed in our stroke survivors. Many people with hemiplegia perceive their hemiplegic arm to be cold, and this sensation is associated with reduced arm and hand temperature as compared to the non-hemiplegic arm \[[@B35]\]. A small sample of people with stroke who perceived their arm to be cold had 35% less blood flow to the hemiplegic hand \[[@B35]\]. This compromised circulation could affect values for the temperature sensors and the sweat rate sensors of the SWA. However, we did not measure arm temperature or sweating so we can only speculate.

Arm swing may have also influenced our results. We found that when using the SWA on the non-hemiplegic arm, agreement between the SWA and the EE criterion was better generally, but especially in those with functional arm use, which suggests that more normal arm swing is associated with better accuracy. This result may be deceiving as those with arm function classified by the CMSA as functional, also had higher gait speed (0.82 m/sec versus 0.57 m/sec). We know from previous studies that slower gait speeds are associated with step count underestimation by the SWA \[[@B18], [@B19]\]. However, the effect of slow gait speed on EE estimation with the SWA is unknown. Our findings suggest that gait speed has little effect on EE measurement ([Figure 3](#fig3){ref-type="fig"}). Moreover, in spite of the classification of a functional hemiplegic arm, arm swing on the hemiplegic side often remained minimal during gait. Use of CMSA as a surrogate of arm swing is an imperfect measure and a better measure may have been calculations of arm swing amplitude from video recordings. Future studies may also consider standardizing arm swing (or lack thereof) by asking participants to wear a unilateral sling.

Though vascular changes and lack of arm swing are different in this group of stroke survivors, as compared to other samples, it would be expected that those differences might lead to underestimation of EE by the SWA. This was the case for a minority of participants ([Figure 1](#fig1){ref-type="fig"}) but overestimation by the SWA was more common and is challenging to explain. However, the galvanic skin response sensor does pick up on physiological stress \[[@B15]\], and it is possible that walking in a new environment (including wearing the metabolic cart vest) might increase readings to that sensor and help to explain overestimation. Vascular and arm swing differences between participants likely contributed to the large variability we observed in the EE measure but without knowing more about the algorithm used in the SWA software to calculate EE, and it is difficult to make sense of these findings. In future studies, measurement of vascular changes in the arms, as well as better measures of arm swing may help to explain the findings.

One of the challenges of testing a device like the SWA in people with mobility disability, and a limitation of this study, is the heterogeneity of samples, or representation of only part of a group of individuals with stroke. Our group of participants was small and at least moderately impaired with an average gait speed well below what would be expected in a similar age group without disability. A group of stroke survivors who walked faster, regardless of how much arm swing they had, would create more acceleration and perhaps the device would provide less variable and more accurate results for EE. Further studies with larger samples and more functionally varied groups are required to more fully understand the potential to use the SWA to measure EE in individuals with stroke. Also, because our sample almost exclusively had left hemiplegia, the SWA on the right arm (the arm on which the manufacturer recommends placement) was also the non-hemiplegic arm. More individuals with right hemiplegia should be tested.

5. Conclusions {#sec5}
==============

Our results suggest caution when considering use of the SWA for measurement of EE in stroke survivors who walk slowly. Further studies are required to better understand the effects of hemiplegia on SWA accuracy. Use of the SWA to estimate step count in individuals with stroke who walk slowly is not recommended.

This study was funded by the Physiotherapy Foundation of Canada.
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![Scatterplot between gait speed and percent difference of energy expenditure (EE) for the SenseWear Armband (SWA) and metabolic cart. Percent differences less than zero indicate overestimation by the SWA. Each participant has four data points (one for each arm for each 6-minute walk test), viewed in a vertical line from the gait speed value. Note: there are only two data points for the participant for whom the SWA malfunctioned on the hemiplegic arm.](SRT2012-247165.003){#fig3}

![Scatterplot between gait speed and percent difference of step count as measured by the Step Activity Monitor (SAM) and the SenseWear Armband (SWA). Percent differences less than zero indicate overestimation by the SWA. Each participant has four data points (one for each arm for each 6-minute walk test), viewed in a vertical line from the gait speed value. Note: there are only two data points for the participant for whom the SWA malfunctioned on the hemiplegic arm.](SRT2012-247165.004){#fig4}

###### 

Participant characteristics.

  --------------------------------- -------------
  Age (years)                       64.2 (10.4)
  Gender, *n* male/*n* female       7/5
  Body mass index                   29.4 (4.6)
  Time after stroke (years)         6.6 (4.3)
  Gait speed (m/sec)                0.67 (0.25)
   Range                            0.29--1.10
  Berg balance scale (out of 56)    40.7 (12.5)
  CMSA Arm score (out of 7)         3.5 (2.1)
   Range                            1--7
   Number who scored 1--3           7
  CMSA Leg score (out of 7)         4.4 (1.2)
   Range                            2--6
   Number who scored 1--3           3
  Use of walking aid                 
   No aids, *n*                     2
   Cane, *n*                        10
  Use of lower extremity orthosis    
   Yes, *n*                         8
   No, *n*                          4
  --------------------------------- -------------

Data are expressed at mean (SD); *n*: number; CMSA refers to Chedoke-McMaster Stroke Assessment. Baseline gait speed reported is from 10 m walk test.

###### 

Physiological, energy expenditure, and walking data from six-minute walks.

                                           Six-minute walk one   Six-minute walk two   *P*
  ---------------------------------------- --------------------- --------------------- -------
  Physiological data                                                                    
   Heart rate (beats/min)                  92.9 (13.3)           95.1 (14.0)           0.019
   Oxygen uptake (mL/kg/min)               10.9 (2.0)            11.4 (2.2)            0.013
   Respiratory exchange ratio              0.88 (0.08)           0.86 (0.05)           0.125
  Energy expenditure data                                                               
   EE SWA (hemiplegic arm), kcal/min       4.7 (1.4)             4.7 (1.3)             0.845
   EE SWA (nonhemiplegic arm), kcal/min    4.8 (1.6)             4.9 (1.3)             0.432
   EE metabolic cart, kcal/min             4.3 (1.0)             4.5 (1.0)             0.013
  Walking data                                                                          
   Steps from SWA (hemiplegic arm)         296.9 (196.7)         330.5 (197.6)         0.062
   Steps from SWA (nonhemiplegic arm)      335.3 (229.0)         305.3 (231.3)         0.21
   Steps from StepWatch Activity Monitor   505.5 (98.0)          515.8 (105.2)         0.171
   Distance walked (m)                     215.2 (80.5)          225.2 (86.4)          0.084
   Walking speed (m/sec)                   0.60 (0.22)           0.63 (0.24)           0.084

All values are mean (SD). EE: energy expenditure; SWA: SenseWear ArmBand.

###### 

Agreement, standard error of measurement, and absolute percent difference by condition.

  Variable, condition                      ICC     SEM      Absolute percent difference
  ---------------------------------------- ------- -------- -----------------------------
  EE, SWA hemi versus SWA non-hemi         0.620   0.73     NC
  EE, SWA hemi versus metabolic cart       0.586   0.68     17.9 (15.3)
  EE, SWA non-hemi versus metabolic cart   0.702   0.48     18.4 (13.3)
  Steps, SWA hemi versus SWA non-hemi      0.682   97.92    NC
  Steps, SWA hemi versus SAM               0.220   151.5    39.3 (40.4)
  Steps, SWA non-hemi versus SAM           0.352   132.34   41.7 (38.0)

EE: energy expenditure; SWA: SenseWear Armband. SEM: standard error of measurement, units are kcal/min for EE, and steps for the steps variable. Values for absolute percent difference are mean (SD). NC: not calculated.
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